[Dosage of urinary iodures with a crystalline membrane selective electrode].
The fixation of iodine 131 on thyroid is often disturbed by iodine overdose. In order to detect such conditions, the authors propose a method of estimation of urinary iodide based on the use of a selective crystalline membrane electrode.